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▪ AEC- using outer 2 cells instead of all 3, the 
anatomy is still fully penetrated.

▪ The dose reduction is:

▪ Abdomen you save 26.92%.

▪ Pelvis you save 12.64%.


	Slide 1: Peer Review from May/June 2009 in the Radiologic Technology Journal: “Effects of AEC Chamber Selection on Patient Dose and Image Quality”

